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UPDATING CLEANSPACE AGILE, CST PRO & CST ULTRA RESPIRATOR FIRMWARE 

CleanSpace AGILE, CST ULTRA and CST PRO respirators have firmware updating capability when connected to the CleanSpace 
SMART App. 

Firmware updates may include performance optimizations that make the respirator operate more efficiently. This can result in 
better battery life, faster response times and overall improved performance. Updating firmware can also lead to improved 
respirator stability.

• Confirm you have downloaded and installed the CleanSpace Smart App onto your mobile device.
• Refer to the CleanSpace SMART App Set Up Guide available on our website.
• Firmware update steps are the same for iOS and Android devices (images below are examples of an iOS layout).
• For the latest firmware version number visit FAQs section of our website.

Pair your CleanSpace AGILE or CST Respirator and follow the steps to update Power Unit firmware.

Pair Power Unit 

and 
select ‘Settings’.

Select ‘App 

Version and 
Firmware Update’.

Select ‘Check 

Firmware Update’.

Select ‘Update 

Unit’.

Remain on this 

screen as 
firmware updates. 

Select ‘OK’ and 

reset the Power 
Unit by running a 

flow test.

Pair Power Unit 

and confirm 
firmware is 
updated.

Firmware version 

will also display on 
the DASHBOARD.

http://www.cleanspacetechnology.com/
https://cleanspacetechnology.com/documents/product-resources/CleanSpace-SMART-App-Set-Up-Guide-EN.pdf
https://cleanspacetechnology.com/troubleshooting/
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